[Normofrequent jet ventilation (N20/02 mixture). I. Anesthesiologic principles and experiences using the jet ventilation method].
Report on normo-frequent jet ventilation using N2O/O2 mixture for endolaryngeal and tracheal diagnostic and surgical procedures. Presentation of a system of flexible and rigid sounds. Choice of sounds and driving pressures permits adaptation to different physiological and pathological conditions. Possible methodical complications and their prophylaxis are pointed out. Cardiac arrhythmias occur caused by manipulations only and independent of jet ventilation. Therefore authors recommend continuous ECG monitoring during endolaryngeal manipulations under general anaesthesia too.